Fatality following right atrial perforation by a screw-in pacemaker electrode.
This paper describes the first reported fatality from right atrial perforation complicating the insertion of a screw-in right atrial pacemaker electrode. The patient was an 84-year-old woman with the sick sinus syndrome who also had hepatic cirrhosis.